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1 Introduction 
The software for Easy on-PC and EasyOne Pro/LAB is equipped by default with a large number of 
standard report templates. Additional report templates, however, are available for download 
from ndd’s website: https://www.ndd.ch/en/support/download/reports-printers.html 

This application note shows examples of all default reports (chapter 2) and additional examples 
of reports that are available for download (chapter 3). 

DLCO reports are used in EasyOne Pro/LAB protocols. FRC reports are intended for EasyOne Pro 
LAB protocols only. 

 

2 General Report Settings 
EasyOne Connect allows you to specify basic settings for standard reports. Such general settings 
include: “Show trial time row”, “Show range of normal (Z-Score) graph”, and “Highlight abnormal 
results in color”. 

You can also customize the trending options for a report and choose to add a table for trended 
parameters, a graph with absolute values, a graph with %predicted values, and a graph with Z-
Scores. Up to four trending parameters can be selected to be included in the standard reports. 

Downloaded additional report layouts can be imported in the same configuration section of the 
EasyOne Connect software. 

 

 

General settings and trending options available for EasyOne Connect. 

 

  

https://www.ndd.ch/en/support/download/reports-printers.html
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Sample report to show the customizations of standard reports: 
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3 Standard Report Templates 

3.1 FVC/FVL, Standard 
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3.2 FVC, Large 
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3.3 FVC/FVL, Large 
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3.4 FVC/FVL, Large FV Only 
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3.5 FVC FVL, Large (FVL pre-post) 
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3.6 MVV 

  



 

AppNote-available ReportTemplates-V04R.docx 
© ndd Medizintechnik AG - CH-8005 Zürich - www.ndd.ch  12/36 

3.7 SVC 
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3.8 DLCO 
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3.9 MBW 
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3.10 Summary 
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3.11 Summary 2 pages 
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3.12 Provocation 
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3.13 Trend 
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4 Additional Report Templates 

4.1 Forced – Spiro shows Fletcher always 
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4.2 NIOSH-CWHSP Report 

 

  



 

AppNote-available ReportTemplates-V04R.docx 
© ndd Medizintechnik AG - CH-8005 Zürich - www.ndd.ch  22/36 

4.3 DLCO – Quality Off 
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4.4 DLCO – t35 
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4.5 DLCO – without Graphics 
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4.6 FRC – Detail Report 
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4.7 Summary – 3 Curves 
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4.8 Summary – Best 3 Trials 
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4.9 Summary – with Fletcher 
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4.10 Summary – with MVV 
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4.11 Summary – No Interpretation 
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4.12 Summary – No Quality, No Interpretation 

 

  



 

AppNote-available ReportTemplates-V04R.docx 
© ndd Medizintechnik AG - CH-8005 Zürich - www.ndd.ch  33/36 

4.13 Summary – 2 pages – Quality Off, Interpretation Off 
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4.14 Summary – 2 pages (patient info on each page) 
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