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Post Time

4/21/2009 6:43:49 PMTest Date

FVC (ex only)Test Type

CaucasianEthnicity

MaleGender

PSM-11213ID

Smith, PeterName

Test InformationPatient Information

Phone: (978) 470-0923

Andover, MA 01810

2 Dundee Park, STE 301

ndd Medical Tech - Andover

24.1516711112268BMI

176 lbWeight

71.7 inHeight

40 (11/8/1968)Age

1.10/1.02BTPS (IN/EX)

Best ValueValue Selection

NHANES IIIPredicted

NoSmoker

Test Result Your FEV1 / Predicted: 91%

A (FEV1 Var=0.06L (1.6%); FVC Var=0.01L (0.1%))PreSession Quality

-7.86.46.56.5--FET [s]

-0.100.120.12---BEV [L]

112709703701709487633PEF [L/min]

950.7390.7470.7600.7590.7010.798FEV1/FVC

913.913.964.024.023.604.43FEV1 [L]

955.295.305.295.304.605.58FVC [L]

%PredTrial 2Trial 3Trial 4BestLLNPredParameter

Pre

Volume = 10 mm per liter, Time = 20 mm per second

SSA Disability

1/1ndd Medizintechnik AG

Easy on-PC [1.9.0.18/01.01.00.9999] (en) / EasyOnePro [4.3.7.27]

SN EOP-500011/11568
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